Integrated Test Cup Instructions
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6 Test is read while in reaction well. 7 A photocopy of the results can be made by placing
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the entire cup with the card face down on the copier.
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Read results at 5 minutes.
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NEGATIVE POSITIVE INVALID

Example: test shows positive for PCP
All positive results are presumptive and should be confirmed by an alternative method (e.g. GC/MS)



